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Introduction
To eliminate arrhythmogenic activity associated with scars, new rounds of tissue ablation often need to be performed. To achieve a more precise targeting of arrhythmogenic sources and pathways, it can be extremely helpful to visualize scar boundaries and any isthmuses of viable tissue within the scar while doing the next round of ablation procedures. A number of approaches are currently being developed to address this need, including several noninvasive techniques that help identify scar transmurality. 1 ,2 Yet, as of today, these approaches require additional surgery time and the injection of contrast agents and offer a relatively low spatial resolution. The latter is the major limitation because viability gaps of ,1 mm have been shown to conduct aberrant beats, leading to recurrent tachycardia and fibrillation. 3 One way to achieve high spatial resolution imaging is via direct visual observation of the scarred tissue surface. With this goal in mind, several groups, including ours, have been developing percutaneous cardiac visualization catheters. [4] [5] [6] Availability of such catheters further suggests that more advanced methods of acquiring and analyzing the returning light can provide a wealth of additional information about the ventricular and atrial surfaces to be treated, with surfaces being endo-or epicardial. This was the main premise of our study. Specifically, we explored autofluorescence hyperspectral imaging (HSI) to help identify myocardial scar tissue and distinguish it from radiofrequency (RF) ablation sites. HSI spatial resolution highly depends on optical parts involved, but theoretically it can be 2-3 orders of magnitude more precise than the current cardiac imaging techniques.
Methods

Animal surgery
Ablation procedures were performed in 2-month-old adult Sprague-Dawley rats (200-300 g) of mixed sexes. A thoracotomy was performed to expose the heart, followed by RF ablation on the epicardium of exposed ventricles. After the animals underwent 2 months of recovery, a second round of RF ablation was performed using the same anesthesia protocol. Alternatively, to create scar tissue by myocardial infarction, one of the left coronary artery branches was permanently ligated, followed by 2 months of animal recovery. On the final day of the protocol, the hearts were removed, perfused with saline, and used for either ex vivo HSI or spectral analysis. Alternatively, HSI of exposed heart surfaces was performed in live, blood-perfused animals (to avoid motion artifacts, the heart rate was lowered to 0.2 beats/sec by immersing the animal into the ice bath). All studies conformed to the Guide for the Care and Use of Laboratory Animals and were approved by the Institutional Animal Use and Care Committee. Testing of the percutaneous HSI catheter in live pigs was conducted at a fully certified and accredited animal testing facility (Synchrony Labs, Durham, NC).
Excitation-emission matrix recordings
A dual fiber-optic guide connected to a spectrofluorometer (HORIBA Jobin Yvon FluoroMax-3, Edison, NJ) was placed at specified sites of the epicardial surface of the excised, salineperfused rat ventricles ( Figure 1A, left) . The fiber has a 2 mm opening at the end, allowing it to deliver excitation light to the sample and collect emitted and reflected light back to the detector. To create an excitation-emission matrix (EEM), each site of interest was sequentially illuminated by the specified Figure 1 Cartoons of main protocols. A: Imaging setup for obtaining EEMs or hyperspectral images in blood-free and blood-perfused rat hearts. B: Principles involved in HSI spectral unmixing. C: Conceptual drawing of a percutaneous HSI catheter. CCD 5 charge coupled device; EEM 5 excitation-emission matrix; HSI 5 hyperspectral imaging; LQTF 5 liquid crystal tunable filter.
wavelength while recording returning light spectra. Because of time involved in EEM acquisition, experiments were conducted in saline-perfused excised hearts to avoid running into contraction artifacts, blood coagulation, and animal loss.
HSI protocol
Hypercubes containing wavelengths ranging from 420 to 720 nm were collected using a Nuance FX HSI system (PerkinElmer/CRi, Waltham, MA) fitted with a Nikon AF MicroNikkor 60mm f/2.8D lens. A 4 ! 3 cm field of view was captured at 1392 ! 1040 pixels, yielding a 30 mm/pixel spatial resolution. The light emitting diode light source (either 365 nm or 4000 K warm white-both from Mightex, Pleasanton, CA) were oriented w5-8 cm from the tissue surface ( Figure 1A, right) . A region of interest (ROI)-based selection, followed by the Nuance FX spectral unmixing algorithm, was used to extract lesion component images from each hypercube as described previously. 8, 9 Placing ROIs at different random locations within the lesion did not significantly change the outcome of spectral unmixing (Supplemental Figure 1) . Component images corresponding to scar, RF-ablated, or unablated tissue were then combined to form a pseudocolor HSI composite image ( Figure 1B ).
Percutaneous HSI catheter
A proof-of-concept version of the HSI catheter ( Figure 1C ) was put together using major elements of an autofluorescence imaging catheter previously reported in abstract form. 6, 10, 11 It encompasses a steerable handle, illumination, and imaging ports. A saline infusion port is used to inflate a urethane balloon for blood displacement. Image guide includes 17,000 individual 4-mm optical fibers and can be directly coupled to the Nuance FX HSI system.
Histopathology
Immediately after the experiment, hearts were Langendorff perfused with a Tyrode's solution containing 40 mM triphenyltetrazolium chloride (TTC) and then submerged in a TTC solution for an additional 15 minutes. To confirm the presence of collagen deposition at the ablation sites, the heart was fixed, sliced transmurally across the lesions, and stained with Masson's trichrome stain.
Statistical analysis
Values are presented as mean 6 SD unless stated otherwise. One-way analysis of variance was performed on normalized fluorescence values for each wavelength. P values were determined using a Tukey post hoc test at 95% significance levels. The Pearson correlation coefficient was used to compare shapes of difference spectra.
Results
Visual appearance of RF lesions and scar tissue under broadband and UV illumination (Figure 2A, left) . When the same tissue was illuminated with UV light, RF lesions had a distinct yellow hue while scar tissue was nearly indistinguishable from unablated tissue (Figure 2A , middle). When the acquisition settings were changed to correspond to excitation and emission maxima of endogenous nicotinamide adenine dinucleotide (NADH) (365 nm/460 nm), RF lesions appeared as black holes (Figure 2A ) because of the dramatic drop in NADH fluorescence as per previous findings by us and others. 12, 13 Under 365 nm/460 nm excitation-emission settings, scar tissue exhibited a highly variable appearance, ranging from being intensely bright to being indistinguishable from surrounding muscle autofluorescence. Layers of the deposited collagen at scar sites were readily verified by Masson's trichrome staining in histology slides. Both scar and RF lesions were void of TTC staining when observed at the surface or when cross-sectioned ( Figure 2B ).
EEMs from RF ablation and scar sites
To better understand spectral ranges that can distinguish all 3 conditions, we acquired EEMs from the corresponding sites. Each EEM consists of hundreds of individual measurements at different excitation and emission wavelengths that are compiled into a 2-dimensional color map. The EEMs showed multiple spectral changes in the autofluorescence and reflectance profiles ( Figure 3A ). The major change was an expected drop in NADH-associated autofluorescence at RF ablation sites, which is represented by the disappearance of the NADH peak at w350/465 nm (yellow arrow). The collagen deposited at scar sites appeared as a distinct new peak in the autofluorescence profile (red arrow). Its coordinates were different from those of the endogenous NADH fluorescence peak of viable muscle. The diffuse reflectance profile, represented by the diagonal line on EEMs, increased at the RF ablation and scar sites, confirming previous findings by us and others. 12, 14 Major spectral differences revealed by EEMs were confirmed and compared by acquiring profiles of emission intensity with 50 and 100 nm offsets from the excitation wavelength ( Figure 3B ). Most revealing was the quantitative outcome of spectral scanning using a 100 nm offset ( Figure 3B , right). Traces from RF lesions (shown in green) reveal a dramatic loss of NADH fluorescence as compared to traces from unablated tissue (red). In contrast, the intensity of the collagen peak from scar tissue (blue) shows about equal intensity with the NADH peak collected from unablated tissue. This explains why autofluorescence from collagen deposition can compensate for the lack of the NADH signal in scar tissue, rendering it indistinguishable from the surrounding unablated tissue.
Choice of HSI modality
The spectral differences identified by EEMs suggested that 2 HSI modalities can help differentiate RF lesions from scar tissue. The first modality involves illumination with broadband white light while acquiring spectral images within the visible range. The second modality involves tissue illumination with a UV source while collecting light across the visible range (Supplemental Figure 2) . A side-by-side visual comparison of unmixing outcomes of the 2 modalities using 6 hearts suggested that the second modality (thereafter called autofluorescence HSI) provides better classification outcomes between the 3 tissue conditions. Figure 4 illustrates how it works: the raw traces extracted from different ROIs of the HSI hypercube have varied shapes and amplitudes. Yet when they are normalized, the spectra from pixels located within RF lesions (green traces) becomes distinct in shape from those located on unablated tissue (red traces) or scar sites (blue traces). To better illustrate these spectral divergences, the same data can be displayed as a difference plot between normalized intensity values vs that of unablated tissue. The Figure 2 In vivo appearance of lesions and associated pathology. A: Appearance of a blood-perfused rat heart with an RF lesion and a scar from a previous ablation procedure under specified illumination/acquisition settings. Scale bars 5 2 mm. B: Typical staining outcomes for a heart with an RF lesion and a scar from a previous RF ablation procedure. Left: Heart cross-section stained with Masson's trichrome stain. Middle: The appearance of both lesions on the ventricular surface after TTC staining. Right: Cross-sections showing the depth of both lesions. Scale bars 5 2 mm. C: Histological appearance of an RF lesion (demarcated by a dashed line) and the scar site from a previous ablation procedure. Scale bars 5 0.2 mm. RF 5 radiofrequency; TTC 5 triphenyltetrazolium chloride. differences between normalized spectra from autofluorescence HSI hypercubes were significant across extended spectral ranges. Specifically, for pixels derived from scar areas, there is a significant increase in the 420-460 nm range that can be attributed to collagen deposition. For pixels derived from RF lesions, the intensity drops within a 420-500 nm range, indicating the loss of NADH, while the contribution from 560 to 650 nm wavelengths is significantly enhanced because of increased tissue scattering.
Effect of blood on observed spectral differences Data shown in Figure 4 were obtained from excised, salineperfused hearts. The next step was to confirm that similar spectral changes occur in vivo. This is shown in Figure 5 , which illustrates the results of autofluorescence HSI done in the same heart as shown in Figure 4 , but acquired while the heart was still within the chest of a live animal. When one compares traces between Figure 4 and Figure 5 , it becomes evident that the presence of blood in microcirculation has minimal impact on normalized autofluorescence spectra. In fact, an HSI hypercube of a blood-perfused heart can be successfully unmixed using spectral profiles derived from an HSI hypercube acquired from a saline-perfused heart or vice versa. Even more importantly, the observed changes were highly consistent between the animals; therefore, the spectral library from one animal heart could successfully unmix the HSI hypercube from another. Alternatively, spectra averaged from several hearts unmixed the HSI hypercube of a new heart without prior knowledge of the target tissue type ( Figure 6A ).
HSI can distinguish other features within the field of view
Analysis of spectral information contained within the HSI hypercubes offers a wealth of additional features that can Figure 3 EEMs for unablated myocardium, RF lesion, and scar tissue. A: Left: EEM from healthy, unablated myocardium with a prominent NADH peak at 360/460 nm. Middle: EEM from an RF lesion demonstrating the loss of NADH and a moderate increase in diffuse reflectance (ie, intensity of the diagonal line). Right: EEM from the scar site showing the collagen fluorescence peak and a marked increase in diffuse reflectance. Shown EEM set is a representative of 4 independent experiments. The color bar depicts the relative intensity of the signal. B: Emission intensity profiles acquired with 50 and 100 nm offsets from the excitation wavelength (n 5 3). The red line within the insets shows the location of such spectral profile within the EEM space. The insets also show the locations of collagen and NADH peaks (solid black lines). Circles indicate statistical difference between the 2 tissue states indicated by the corresponding color. EEM 5 excitation-emission matrix; RF 5 radiofrequency.
be clinically relevant. Figure 6B , for example, shows an image of the same heart as in Figure 6A , but with an additional ROI placed on blood vessels. By including additional target spectra in the unmixing algorithm, a highly vascularized scar boundary can be directly identified. In effect, visualization of any spectrally different targets within the field of view, whether endogenous (ie, fat deposits and conductive fibers) or exogenous (ie, sutures, patches, and guidewires), can be greatly enhanced by HSI. Figure 4 Spectral changes underlying autofluorescence HSI of saline-perfused hearts. A: Top: Raw spectral traces from 3 regions of interest within unablated, ablated, and scar areas of a saline-perfused, UV-illuminated heart. Bottom: The same spectra but normalized between their respective minima and maxima (circles indicate statistical difference between the 2 tissue states as per corresponding color). The average differences between the normalized spectra and those of unablated tissue are shown on the right. B: The 3 grayscale panels correspond to the HSI component images revealed by spectrally unmixing the HSI hypercube. The HSI composite image is shown using pseudocolor. Scale bars 5 2 mm. AUF 5 arbitrary units of fluorescence; HSI 5 hyperspectral imaging; RF 5 radiofrequency; RGB 5 red green blue. Figure 5 Spectral changes underlying autofluorescence HSI in blood-perfused hearts. A: Top: Raw and normalized spectral traces from 3 regions of interest within unablated, ablated, or scar areas of a blood-perfused, in vivo heart (circles indicate statistical difference between the 2 tissue states as per corresponding color). The HSI settings were identical to those used in the ex vivo experiment shown in Figure 4 . Bottom: The quantitative differences between the normalized spectra for acute lesions, scar tissue, and unablated tissue. B: The 3 grayscale panels correspond to the HSI component images revealed by spectrally unmixing the HSI hypercube. The HSI composite image is shown using pseudocolor. Scale bars 5 2 mm. AUF 5 arbitrary units of fluorescence; HSI 5 hyperspectral imaging; RF 5 radiofrequency; RGB 5 red green blue.
Identification of scar tissue from myocardial infarction and visualization of atrial RF lesions in vivo
Lastly, we confirmed that similar spectral changes occur in the cases of (1) myocardial infarction-induced ventricular scar and (2) RF lesions made on the endocardial surface of atrial tissue. The first set of these proof-of-principle experiments was done by imaging blood-perfused hearts of live rats, each with coronary ligation-induced ventricular scar (Figure 7) . The use of autofluorescence HSI successfully outlined scar boundaries, with data being in good agreement with histology ( Figure 7B ). The observed spectral differences were nearly identical to the ones we saw in hearts with scar tissue from healed RF ablation procedures (R 5 0.96; P , .001) (blue difference curves in Figures 5A and 7C) . Thus, scar regions in the infarcted animal group can be identified using spectra from RF-induced scar rats and vice versa.
The second set of confirmatory experiments was conducted in live pigs using a pilot version of a custom-made percutaneous HSI catheter ( Figures 1C and 8A) . Blood between the image guide and the atrial surface was displaced using a custom-made urethane balloon, followed by HSI acquisition. Spectral changes induced by RF ablation in bloodperfused pig atria exhibited high correlation with observed Figure 6 Use of spectral libraries and additional features that can be extracted from autofluorescence HSI data sets. A: Average spectral differences associated with RF lesions and scar tissue in blood-perfused hearts (n 5 6). The HSI composite image shows the outcome of spectral unmixing when the mean spectra from the 6 hearts were used as a spectral library to unmix an HSI hypercube of another blood-perfused heart without prior knowledge of the target tissue type. B: An HSI hypercube contains information about other elements within the field of view that have unique spectral signatures. As an example, when an additional region of interest was placed on a blood vessel (small white box), the HSI unmixing algorithm used its spectral profile to reveal areas of extensive vascularization around the scar (shown in white pseudocolor). HSI 5 hyperspectral imaging; RF 5 radiofrequency. changes in ablated ventricles of live rats (R 5 0.83; P , .001) (green difference curves in Figures 5A and 8C ) and were consistent with our previous reports on excised human and porcine atrial tissues.
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Discussion
The physiological assessment and visualization of myocardial scar tissue can be critically important for cardiac procedures such as the surgical treatment of ventricular and supraventricular arrhythmias. 1, 16 The current noninvasive methods include different modalities of cardiac magnetic resonance imaging, 3, 17 positron emission tomography, 1 and single photon emission computed tomography. 18 These methods are effective presurgery means to visualize the bulk of the scar within the myocardial wall. Yet they are poorly suitable for intraoperative surgical guidance, particularly when a direct high spatial resolution view of the cardiac surface is needed. Several minimally invasive, catheter-based methods are being developed to address this clinical need. They include intracardiac echocardiography, 19 optical coherence tomography (OCT), 20, 21 photoacoustic, 22 and polarization spectroscopy-based 23 catheters. The optical approach explored in this study presents another novel technique that can be implemented using percutaneous access.
HSI can be implemented with minimally invasive tools and without a need for contrast agents since it relies on intrinsic changes in tissue absorption, scattering, and endogenous fluorescence. The latter has proven to be a particularly reliable index because of a marked loss of muscle NADH at the ablation sites and the following buildup of the highly fluorescent collagen once the injured tissue heals. 24 Importantly, in addition to capturing changes in NADH or collagen fluorescence (seen as a spectral drop and rise, respectively, within the 420-500 nm range), autofluorescence HSI detects changes in light scattering and absorption as these properties affect the travel path of emitted photons and the likelihood of their escape from the tissue. 9 Decreased tissue absorption therefore explains, for example, the increased contribution of longer wavelengths to the spectra of RF lesions (seen as a rise in normalized spectra at wavelengths above 530 nm).
Besides revealing the usefulness of autofluorescence HSI for scar identification, our experiments offered 2 noteworthy observations. The first was that reflectance HSI was less effective in distinguishing between RF lesions and scar tissue. The likely reason behind this was the relatively nonselective increase in diffuse reflectance intensity across all visible wavelengths. In contrast, spectral changes in tissue autofluorescence profiles were much more distinct. The second important observation was that the presence of blood in microcirculation had a negligible effect on normalized autofluorescence profiles (compare normalized traces in Figure 4 vs Figure 5 ). This is because blood within vessels much larger than capillaries does not contribute significantly to the spectrum of returning light since virtually all visible light is absorbed during transit through large-and medium-sized vessels by red blood cells. 25 At the same time, the amount of red blood cells in capillary circulation does not exceed ,1% of the total tissue volume, 25, 26 so their spectral contribution is minimal.
The main limitation of autofluorescence HIS is its limited ability to sense lesion depth, as UV light does not penetrate into muscle for more than a millimeter. 27 Yet several studies have suggested that surface visualization of the scar can also be important. Specifically, the outcomes of ventricular tachycardia ablation procedures in patients with a history of postmyocardial infarction 28 or arrhythmogenic right ventricular dysplasia 29 were greatly improved by targeting the conducting channels within the scarred tissue near epi-or endocardial surfaces. Almost 60% of these conductive channels were found within the first millimeters of the ventricular wall. 17 This suggests that most of the arrhythmogenic substrate in patients with post-myocardial infarction can be approached with RF delivery near the endocardial surface. In such cases, the ability of HSI to distinguish viable tissue within the scar with submillimeter spatial resolution can be extremely useful.
High-resolution in vivo imaging of the scar surface can be useful to guide injections of stem cell-derived cardiomyocytes into the scar boundary. 30 Shown spectral differences can also be used for the design of smart injection needles with a fiber-optic sensor on the needle tip sensing surrounding tissue, including scar, blood vessel, or pool of injected dye-loaded cells.
Future clinical applications of HSI for noninvasive surgical guidance will require the manufacturing of specialized percutaneous visualization catheters or incorporation of HSI into the already existing cardiac visualization catheters. 4, 5 Visual outcomes of a pilot version of the HSI catheter shown in Figure 8A can be significantly improved by gating hypercube acquisition to the R-R interval, optimizing optical ranges, and using more advanced unmixing algorithms.
Conclusion
Our data suggest that an autofluorescence-based, percutaneous HSI endoscope can be an excellent tool to reveal myocardial scar tissue in vivo. It can help reduce surgical time and improve the efficiency and effectiveness of several cardiac procedures. And since ablation procedures are commonly performed in other anatomical locations, the same principles can also be applied to many additional clinical targets for improved surgical guidance.
